An instrument has been developed to study surface roughness by measuring the angular distributions of scattered light. In our instrument, a beam from a He-Ne laser illuminates the surface at an angle of incidence which may be varied. The scattered li,.ght'distribution is detected by an array of 87 fiber optic sensors positioned in a semicircular yoke which can be rotated about its axis so that the scattered radiation may be sampled over an entire hemisphere. The output from the detector array is digitized, stored, and analyzed in a laboratory computer. The initial experiments have concentrated 'on measurements of stainless steel surfaces which are highly two-dimensional and which yield scattering distributions that are localized in the plane of incidence. The results are analyzed by comparing the angular scattering data with theoretical angular scattering distributions computed from digitized roughness profiles measured by a stylus instrument. The theoretical distributions are calculated by substituting the roughness profiles into the operand of an integral equation for electromagnetic scattering developed by Beckmann and Spizzichino. This approach directly tests the accuracy of the basic optical theory.
Introduction
Optical scattering techniques have been used for a long time to monitor the surface roughness of industrial parts ranging from crankshaft bearings [1] 1 to x-ray mirror prototypes [2] . These techniques lend themselves to on-line surface inspection in indusfry because they are intrinsically area-averaging, highspeed methods. A single measurement can yield a quantity that is closely related to some average property of the surface roughness [3] . However, optical scattering methods are almost exclusively used in an empirical way because the quantitative deduction About the Authors, Paper: T. V. Vorburger, E. C. Teague, F. E. Scire,M. J. McLay, and D. E. Gilsinn are with the Mechanical Production Metrology Division ir.. NBS' Center for Manufacturing Engineering. The work on which they report was supported by NASA and the NBS Office of Nondestructive Evaluation. 1 Figures in brackets indicate literature references at the end of this paper.
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of roughness parameters from optical measurements is extremely difficult because of the complexity of optical scattering itself. Empirical approaches [1, 4] have been developed which rely on the use of a number of calibration surfaces with known roughness parameters that are similar to the unknown surfaces to be measured. These calibration standards enable the operator to calibrate the surface measuring instrument empirically. Although this comparator approach is effective, we attempt here to derive optical scattering quantities from more basic principles. Then perhaps, optical methods could be applied to surface roughness problems more generally and with a higher degree of confidence.
This difficulty of understanding is particularly acute for engineering surfaces where the, roughness heights are typically in the range' between 0.1 and 1.0 #Lm. He-Ne lasers with wavelength A=0.6328 #Lm are commonly used in such applications because of their relative safety, good suibility, ease of alignment, and other features. However, this means that the roughness heights are on the same order of magnitude as the wavelength of light [5] . The mathematical description is much more complicated in this regime than it is for optically smooth surfaces [6, 7] where the effect of surface roughness is a small perturbation on the basic phenomenon of specular optical scattering, i.e., where the surface basically functions like a mirror.
The present work is an attempt to develop a better mathematical description of optical scattering phenomena for engineering surfaces. The ultimate goal of this work is an optical scattering apparatus for reliable and routine measurements of roughness parameters without resorting to specially fabricated comparator standards.
After a brief experimental overview in section 2, we discuss the apparatus in detail in section 3. There follows an outline of the theory in section 4. Section 5 deals with the experimental results, and section 6 (Analysis) compares the experimental and theoretical scattering distributions. In section 7 we discuss the limitations of the present work as well as previous work and probable future directions. Some experimental notes are included as an appendix.
Experimental Overview
When a beam of laser light is reflected by a rough surface, the radiation is scattered into an angular distribution ( fig. 1 ) according to the laws of physical optics. The intensity and the pattern of the scattered radiation depend on the roughness heights, the roughness spatial wavelengths, and the wavelength of the light [6] [7] [8] . In general, small spatial wavelength components diffract the light into large angles relative to the specular direction, and long spatial wavelength components diffract the light into small angles. Most surfaces have a broad range of spatial wavelengths, and the light is therefore diffracted over a range of angles.
Light Source

Surface
For very smooth surfaces, most of the reflected light propagates in the specular direction. As the roughness increases, the intensity of the specular beam decreases while the diffracted radiation increases in intensity and becomes more diffuse. In addition, the angular distribution of diffuse radiation consists of a fine grainy structure called speckle [9] , which shows up as intensity contrast between neighboring points in the scattered field. Finally, the light wave may undergo a change in its polarization state upon reflection from the surface.
In this work, we study how the angular distribution is related to the detailed topography of engineering surfaces. In particular we explore the following fundamental question: If the detailed surface topography were perfectly known, could the angular scattering distribution be predicted from available optical scattering theories? If so, that basic knowledge might lead to optical techniques for measuring the roughness of surfaces without resorting to calibration artifacts. If one cannot relate optical scattering to surface roughness in this very straightforward way, then it is likely that metrologists will be limited to empirical approaches for the characterization of engineering surfaces by optical scattering. 4 Our approach uses an optical instrument called DALLAS (detector array for laser light angular scattering), a stylus profiling instrument interfaced to a minicomputer for accurate characterization of surface topography, and a fairly elementary optical scattering theory. Surface profiles measured by the stylus instrument are substituted into the scattering theory to generate angular distributions which may be compared with those directly measured by DALLAS for the same surfaces. We report here some preliminary results with this equipment.
Apparatus
A block diagram of the twofold apparatus is shown in figure 2 . In the DALLAS experiment, a beam of laser light illuminates the rough surface under test and the scattered radiation is collected by an array of 87 detectors. The signals are sequentially routed by a scanner to a digital voltmeter which functions as an analog-to-digital converter. The resulting angular distribution is stored in a desktop microcomputer and may be compared with distributions generated from the stylus experiment. In the latter system, a commercial stylus instrument measures surface profiles and stores them on a magnetic disk on a large 
Optical Apparatus
The apparatus for measuring intensity distributions as a function of scattering angle from surfaces is shown in figure 3 and consists of an illumination system and a detection system.
The illumination system consists of a 5 mW He-Ne laser with linear polarization, a quarter-wave plate to produce circular polarization, an automatic shutter, and a rotating assembly of two mirrors, M 1 and M2, to direct the laser beam onto the specimen surface. The angle of incidence may be varied by a stepping motor which controls the angular position of Ml and M2. The illuminated region of the specimen is a spot approximately 2 mm X 3 mm, depending on the angle of incidence. The detection system consists of an array of 87 detectors spaced r apart in a semicircular yoke (diam= 164 mm) which is centered on the illumination spot on the specimen. The yoke can be rotated about one axis by a stepping motor so that the detectors can sample practically the entire hemisphere of radiation scattered from the surface.
Each detector consists of a lens, an optical fiber, and a PIN Si photodiode with an integral op-amp circuit. Each lens has a diameter of 4.4 mm and subtends an angle of about 1.5° in the yoke. It collects the radiation and focuses it onto the fiber which transmits the radiation to the photodiode. The output voltage signals from the op-amps are scanned by a 100-channel scanner, digitized, and stored in the desktop microcomputer using BASIC language software. At present, a single angular scan of the 87 detectors takes about 10 s and yields intensity distributions which span over 5 orders of magnitude in intensity. That is, the rms noise of the apparatus is approximately 50 p-V, and the saturation voltage of the detectors is about 9 V. The nonlinearity of two typical detectors was measured by comparing their voltage outputs with that of a highly linear, standard Si detector. Over a dynamic range of lOs in input light intensity, the nonlinearity of the output voltage was less than 2% or 50 J.L V, whichever· is greater. The relative linearity of the 87 detectors with light intensity (tracking) has also been checked. Over 3 1/2 orders of magnitude of light intensity, the output voltages track one another with a standard deviation of 2% or 2.5 times the rms noise, whichever is greater. The 87-point angular distributions may be stored permanently on magnetic tape cassettes or plotted on the CRT of the microcomputer for comparison with the angular scattering calculations predicted from stylus data. Additional notes on the detection system are given in section 8.
Stylus Apparatus
The stylus system has been described previously [10.:..12] . It consists of a Talystep2 stylus instrument 2 Certain kinds of commercial equipment are identified in this article to specify adequately the experimental procedure. In no case does such identification imply recommendation or endorsement by the National Bureau of Standards, nor does it imply tha~ the equipment identified is necessarily the best available for the purpose. 6 interfaced to a minicomputer. As the stylus traverses the peaks and valleys of the surface, the vertical motion is converted to a time-varying electrical signal which undergoes 12-bit AID conversion. The result is a roughness profile consisting of 4000 digitized points that may be permanently stored on the magnetic disk. The horizontal length of the profile is approximately 1.84 mm, and the point spacing is 0.46 J.Lm. The horizontal resolution of the instrument is approximately 1 J.Lm, limited by the high frequency falloff of the stylus response function.
The ultimate vertical resolution of the stylus instrument is approximately 0.3 nm over the length of the stylus profile. The vertical resolution of the digitized profile may also be limited by the quantization increment of the 12-bit AID converter, which depends on the magnification scale of the stylus instrument controller. For the rougher surfaces, the controller was set at a low magnification; the smallest quantization increment was approximately 1.2 nm.
Each surface was sampled with 10 stylus traces evenly distributed over an area approximately 3 mm X 6 mm. Hence, the total amount of topography information amounts to 40,000 digitized points for each surface.
Specimens
A commercial set of four surface specimens [13] was studied with both the stylus and DALLAS techniques. Three of the specimens were specially machined to produce highly two-dimensional roughness specimens; that is, each surface has a fairly random roughness profile in one direction and an essentially smooth profile in the perpendicular direction. The, fourth specimen was very smooth in all directions on the surface. The two-dimensional nature of the three rougher specimens was quite important.
The specimens were oriented in the DALLAS apparatus so that the roughness direction was in the plane of incidence of the light; therefore, essentially all of the scattered light was in the plane of incidence as well. This arrangement has two beneficial effects: 1) all of the scattered light may be detected by a single scan' of the detectors without having to rotate the yoke, and 2) the complex, vector electromagnetic scattering problem reduces to a scalar problem [14] [15] [16] . Therefore, the use of these specimens reduces a three-dimensional problem that is both theoretically and experimentally complex to a two-dimensional problem without any approximation. The basic approximations of the optical scattering theory may be tested in a fairly straightforward way.
Theory
The formulas used to predict the angular scattering distributions involve a basic scalar theory of light scattering which has been investigated by Beckmann and Spizzi~hino [14] as well as others [17, 18] . The theory assumes that a plane wave of uniform intensity illuminates the specimen surface and that the electric field on the surface and its normal derivative can be expressed in terms of a surface reflection coefficient [14] independent of the local surface topography. The geometry of this scattering problem is shown in figure  4 . The surface is assumed to be two dimensional, i.e., rough in the x direction and smooth in the y direction. The incoming plane wave is represented by the wave vector K j with angle of incidence () j with respect to the normal vector n of the mean plane of the surface. The functional form for the incident electric field E j is given by expGKj-r). The scattered electric field is to be evaluated for an angle () s with corresponding outgoing vector Ks. The vector r extends from some nearby origin 0 to a point on the surface. With the foregoing considerations and assumptions, the scattered -electric field E can be calculated as a function of scattering angle () s in the Fraunhofer zone of the scattered radiation field. It is given by the phase integral over the surface profile z(x):
where V = KrKs, L is the length of the illuminated region along the x direction, and r=xi+z(x)k. The vectors i and k are unit vectors in the x and z directions, respectively, and r contains all of the information concerning the surface profile, and in detail,
The sign convention here is such that ()s=-()j in the specular direction. Co is a quantity which depends on a number of factors such as ()j and E j , but is independent of () s. The quantity F contains all of the information concerning the shape of the angular scattering distribution.
The plan of the experiment is as follows: measure a surface profile z(x) point by point, then substitute this profile into the integral, eq (1), to calculate a theoretical angular scattering distribution. This distribution may be compared with the one measured in the DALLAS apparatus for the same surface. In this way the adequacy of the scattering theory can be tested. If the theory is inadequate, then one can remove the various approximations one by one that have entered into it and perform the calculation with a more elaborate integral.
Experimental Results
Optical Scattering
A typical set of angular distribution measurements for one of the four surfaces is shown in figure 5 . For all of the surfaces the angle of incidence (AI) was + 30° with respect to the mean surface normal. We assumed that the mean plane of the surface was the one that gave rise to the specular beam in the angular distribution. This consideration enables one to determine the angle of incidence and the angles of scattering with respect to the mean surface normal in eq (1) if the angle of incidence and scattering angles in the laboratory coordinate system are known. Figure 5 shows pairs of distributions for both + 30° arId _30° AI.
The difference between the members of a pair is a rotation of the specimen of 180° about the normal. The deep holes in the distributions occur at the backscattering angle where the mirror M2, which directs the incident light towards the surface, also shadows the detector array from the scattered light. The close match between the members of each pair suggests that there is very little directionality to the roughness peaks and valleys and that the surface is well aligned in the instrument. Two pairs of distributions like these were taken for each of the four specimens.
Distributions for the four specimens are shown in figure 6 . These were all taken with an angle of incidence of + 30°. The values given for roughness average Ra were calculated from the stylus data (sec. 5.2). The roughness average is defined as the average deviation of the profile about the mean line [19] . There are obvious changes in these distributions as the roughness increases. The AD for the smoothest surface has a strong specular beam at 0s=-30° and very little scattered light. For Ra=0.20 /-Lm, the specular beam appears to have vanished but the distribution still peaks strongly at the specular angle. The results for the two roughest surfaces differ significantly from the first two but are quite similar to each p.nother. This is to be expected since at high roughness values (Ra"i::;A), the effect on the distribution due to increasing roughness should approach saturation. PTB Roughness Specimens; AI -+30°, <P = 0° Figure 6 -Angular scattering data for the set of four commercial roughness specimens. Those with R a =0.20, 0.59, and 1.6 p,m are highly two-dimensional, i.e., the surface is essentially smooth perpendicular to the plane of incidence. The angular distributions are normalized so that each has the same total intensity, which is obtained by summing the signals from all the detectors. Note that the intensities are plotted on a logarithmic scale.
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Stylus
Portions of the stylus traces taken for each specimen are shown in figure 7 . The traces were measured without any electronic long-wavelength cutoff, and the profiles are thus undistorted except for the highfrequency cutoff of the instrument and convolution of the profile with the stylus tip, which has a measured width of less than 1 ""m.
The quoted Ra values were calculated as the average deviation of the profile around a least squares straight line. For this calculation, the 1.84 mm trace length was not divided into shorter sampling lengths as is often done in surface metrology. Hence the Ra values include effects due to spatial wavelengths limited only by the trace itself.
The three rough specimens were manufactured so that the 2-D "random" roughness pattern repeats itself. This is not evident in the profiles since the periods of the patterns are 1.3, 4, and 4 mm, respectively. Such a periodicity gives rise to very closely spaced diffraction peaks in the angular distribution, but this structure is not resolved by the 1.5 0 angular resolution of the detectors. Therefore, the long periodic structure of the surface does not significantly affect the measured angular distributions. 
Analysis
The least squares straight line was subtracted from the stored profile data from the stylus instrument to yield a new digitized profile z(x). It was assumed that the least squares line was equivalent to the x-direction of integration in eq (1) and lay in the mean plane that gave rise to the specular beam in the optical experiment.
The profile data z(x) were substituted into eq (1) and the value for the relative field strength F was calculated for each angle 8 s' It was not necessary to determine the constant Co to determine the shape of the scattering distribution. The value of 1 F 12 was calculated to derive a quantity proportional to light intensity. This quantity 1 F 12 was then averaged in two ways to develop good statistics in the result:
Speckle Average. Figure 8 . shows a close-up view of a segment of the angular distribution projected on the wall of the laboratory. The distribution consists of a complex pattern of fine speckles [9] that vary greatly in intensity from one point to the next. In our apparatus, the average size of the speckles is roughly 0.1 mm or 0.04 0 [20] at the front surfaces of the detector lenses. The lenses themselves span an angle of Distance (j..Lm) Figure 7 -Stylus profiles for the specimens which were studied by the angular scattering measurements shown in figure 6 . Note the differences in the vertical scales.
each detector averages the intensity of a large number of speckles. A single calculation of 1 F 12 from eq (1) would only yield the intensity of a single point. Hence for each detector angle Os, it is necessary to average over several closely spaced angles to derive reasonable statistics for the overall pattern. In the present experiment, we used seven angles in the plane of incidence separated from one another by 0.05 0 and centered about the nominal angle Os' Profile Average. The intensity distributions resulting from the speckle average were then averaged over 10 surface profiles in order to achieve some measure of area average which simulates the area averaging of the light scattering approach. In the case of the 1.6 /-tm Ra surface, only nine surface profiles were used because we subsequently discovered that one of the profiles had anomalies in the data in several places. To improve the statistics for this case, nine speckle values were calculated instead of seven. As a result of the averaging procedure, the relative intensity calculated for each value of Os is an average of 70 integrals represented by eq (1) and takes approximately 9 hours on a Perkin Elmer 3230 minicomputer. The resulting distributions are shown by the dotted lines in figures 9-12 and are compared with the measured angular distributions (solid lines). The phase integral calculations successfully reproduce the changes in the experimental distributions from one surface to the next. The specular beam dominates the pattern for the smoothest surface in figure 9 . Both the theory and experiment show the same amount of sharp curvature near the specular direction in figure 10 and the same rounded structure in figures 11 and 12. The major difference between the model and the data is that in all cases, the theoretical distribution falls below the experimental one on the wings. The ratios between the curves are as high as an order of magnitude at some places. Nevertheless, it is gratifying that for these regimes of roughness, the simplified theory can predict much about the distributions.
Discussion
Limitations in the Present Work
A large number of approximations has entered into the simplified theory of eq (1). Improvements to the preliminary analysis will involve removing each of PTa Specimen.O.005Jlm Ra Scattering Angle wavelengths between 0.4 and 1.5 }-tm that were not sufficiently resolved by the stylus instrument with its high spatial' frequency cutoff of 1 }-tm. These structures may contribute significantly to the optical scattering. In fact, they would tend to increase the scattering on the outer wings, since short spatial wavelengths scatter light into large angles.
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Data, AI=+30o--Direct Scattering Calculation ----- .0001 2) Equation (1) is the result of an integration by parts [21] . It neglects an additive contribution from the end points, 0 and L. This approximation seems valid provided the length L is much greater than A, but perhaps the approximation fails at low scattering intensities, where destructive interference due to phase cancellation effects in the scattering pattern is very high.
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3) The preliminary analysis neglects any con· tribution from shadowing. It assumes that every point on the surface profile is illuminated with uniform intensity and contributes to the scattering at every angle (J s' However, it is likely that at grazing scattering angles, the outgoing wave from certain valleys is blocked by the peaks, and it is also possible that some of these valleys are shadowed from the incoming beam as well. The former effect probably tends to reduce the radiation scattered into the wings of the distribution, whereas the latter probably broadens the angular distribution by adding a degree of amplitude modulation to the already phase modulated outgoing wave.
4) It has been assumed in eq (1) that the electric field quantities on the surface are not functions of the local surface topography. This assumption implies several other assumptions, for example, that the reflection coefficient is not a function of either local slope or local curvature and that the electric field at each point on the surface is not affected by scattering from other points. All of these simplifications seem to be good ones for metallic surfaces where the reflection coefficients are fairly high, the surface slopes and curvatures small, and the significant roughness wavelengths much greater than A. If some of the approximations were invalid, that might result in significant polarization effects in the angular scattering distributions. We have done experiments with linearly polarized light on the 0.59 and 0.20 J.Lm surfaces and have found no significant differences between the angular distributions for s-and p-polarized incident beams, further suggesting that the simple theory may be valid for these surfaces. However, in view of the current differences between data and calculation, the breakdown of these simplifications and assumptions must be more carefully investigated, and more rigorous theories of electromagnetic scattering [22] [23] should be applied to the roughness regime studied here.
Previous Work
Our experiment is a direct test of the BeckmannSpizzichino optical scattering theory for engineering surfaces where the roughness heights are the same order of magnitude as the wavelength of light. With the capabilities for measuring angular scattering distributions and storing and analyzing surface profiles, we have all the components for determining the level of complexity needed for a valid description of the optical scattering from these surfaces. Several previous studies on engineering surfaces [24] [25] [26] [27] have correlated optical scattering measurements with roughness parameters such as Ra or the rms roughness Rq [19] obtained from stylus instruments, but they have not investigated the effects of the surface profiles directly. Chandley [28] and Thwaite [29] took a middle approach by comparing optical results with statistical functions generated from stylus profiles. Chandley compared the autocorrelation functions predicted from optical scattering distributions with those measured by stylus; Thwaite compared the power spectral densities calculated from stylus profiles with optical scattering distributions directly. However, both approaches involved theoretical assumptions that are not needed in the present work.
Experiments involving measured and calculated scattering distributions have been done for optical surfaces by Elson, Bennett, and Rahn [30, 31] . Their work differs from ours in that the theory they used is more straightforward. Since the rms roughness Rq was much less than A in the optical regime, first order Rayleigh theory could be used to analyze the optical scattering effects due to surface roughness. On the other hand, their experiments posed different kinds of difficulties from the present work. Optical surfaces generally produce low-intensity angular distributions that are strongly peaked in the forward direction near the specular beam, so the angular resolution and signal resolution requirements for their apparatus were high. Despite these differences, the agreement between theory and experiment for the previous studies is comparable to that observed here.
Future Directions
Our work is a preliminary step in the study of engineering surfaces by optical scattering. Once this direct scattering approach produces agreement with experiments for ideal, two-dimensional surfaces, its validity must be tested for real, anisotropic surfaces produced by many kinds of processes such as milling, grinding, and lapping. For these surfaces, there is a certain amount of light scattered slightly out of the plane of incidence, so the geometrical problem is only approximately two-dimensional. Highly isotropic surfaces such as those produced by shot blasting or electron-discharge machining must also be studied. In those cases, the scattering problem is truly threedimensional.
Finally, in order to use the optical scattering techiques for characterizing surfaces, comparisons with direct scattering methods are not sufficient. The inverse scattering problem must be solved adequately so that surface parameters such as Rq may be derived in a reliable way solely from optical scattering data. This is where the speed and resulting economic benefits of on-line optical methods will be realized.
Appendix: Experimental Notes
Calibration
The calibration of the 87 detectors is an important part of the operation of the apparatus. The relative sensitivity can vary by as much as a factor of 3 from one detector to the next. Therefore, at the beginning of each day's run, the system is calibrated in the following way. The specimen table is dropped below the center of the yoke, and a fixture with a flat mirror is inserted into the rotating mirror assembly. The surface of this mirror is located at the center of the yoke, but the mirror rotates with the M 1, M2 assembly. This setup allows a laser beam of constant intensity to illuminate each of the detectors in turn as the mirror assembly is rotated. The 87 signals from the detector array are collected in this way and stored as a set of normalization data. The signals collected in the subsequent data runs are then normalized by dividing each detector reading by the corresponding normalization datum. The relative sensitivities of the detectors, when normalized in this way, are equal to within approximately ±2% (l standard deviation), a figure which includes the variation in sensitivity from one day to another.
In addition to the variation of sensitivity among the detector channels, there is an offset voltage signal at zero light level, which is constant with time but which varies from one detector to the next. Since the magnitudes of these offset signals are between 20 and 100 mY, and measurements are made which may be as small as 10 JL V, these light-off signals must be subtracted from those measured with the light on. Therefore, each calibration run or data run actually consists of taking the difference between two scans of the detectors, a background scan measured with the laser beam diverted by a shutter, and a signal scan measured with the laser beam turned on.
Stray Light
A certain amount of stray light enters the detectors due to reflection from the ends of the optical fibers themselves. Approximately 1 % of the light entering each lens is reflected from the fiber located at the focal point and refocused back to the surface. For a sharply peaked angular distribution, the effect influences the signals in the backscattered direction as shown in figure 13 . The dotted line was taken under conditions which allow the light reflected from the detectors near _30 figure 13 is approximately a mirror image of the angular distribution itself but lower in intensity by about 2 1/2 orders of magnitude.
It is important to note that this effect is significant only when the yoke is positioned vertically, when the angular distribution is sharply peaked, and when the surface is highly two-dimensional, so that most of the stray light is scattered by the surface back into the plane of incidence again.
In future experiments, we plan to model the effect of this reflected light on the detector signals and perform the appropriate subtractive massage on the measured angular distributions to correct for it.
